[Normalization and application of an ELISA ultramicro for the detection of herpes simplex virus antibodies].
An ELISA ultramicro was normalized for detecting herpes simplex virus antibodies. A study was made on 145 samples from the Pedro Kourí Tropical Medicine Institute and the Blood Bank, both by ELISA ultramicro and immunofluorescence and ELISA, and 98% and 99% of coincidence was reached, respectively. It indicates good correspondence between these techniques.